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bstract. We image a rat cerebral cortex in situ by using a
ing-based ultrasonic virtual point detector developed pre-
iously. Compared to the image generated by a finite-
perture detector, the image generated by the virtual point
etector has a uniformly distributed resolution throughout
he imaged area, owing to the lack of aperture effect of the
ltrasonic detector. At the periphery of the image, the
ignal-to-noise ratio of the image obtained by the virtual
oint detector is also better than that of a finite-aperture
etector. Furthermore, the virtual point detector can be
canned inside the brain to improve the local signal-to-
oise ratio. © 2007 Society of Photo-Optical Instrumentation Engineers.
DOI: 10.1117/1.2823076
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Photoacoustic tomography PAT is a novel, hybrid, non-
onizing imaging modality that images the distribution of the
ptical energy deposition in biological tissues based on the
hotoacoustic effect.1–4 PAT combines the merits of pure op-
ical imaging and ultrasound imaging methods, and is sensi-
ive to optical absorption of biological tissue, especially blood
n vessels. Compared to other high-resolution pure optical im-
ging modalities, PAT has a deeper penetration depth because
he pure optical imaging methods are limited by the extinction
oefficient of light in tissue 100 cm−1, whereas PAT is
imited only by the much smaller effective attenuation coeffi-
ient of light 2 cm−1. Therefore, PAT provides both high
ptical contrast and good ultrasonic resolution while main-
aining a relatively deep penetration depth, and has been suc-
essfully applied on visualizing the structures of a number of
ifferent biological tissues with satisfactory sensitivity and
patial resolution.5,6
In general, the spatial resolution of PAT is limited by the
aser pulse width, the bandwidth of the photoacoustic PA
etection system, and the aperture size of the detector.7–14 In
ractice, the first parameter is usually sufficiently short,
hereas the second parameter can be easily varied to reach a
esired resolution at the expense of penetration. The third
arameter can also be reduced to yield high spatial resolution,
Tel: 314 935–6152; E-mail: lhwang@biomed.wustl.eduournal of Biomedical Optics 060507-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/08/2016 Terms of Usebut only at the cost of signal-to-noise ratio SNR. A circular
scanning PAT system usually involves the scanning of a rela-
tively large single element ultrasonic detector. The advantage
of using a single element ultrasonic detector is that it provides
good SNR, but the spatial resolution is limited by the aperture
effect.7
We have proposed a ring-based virtual point detector and
demonstrated its application with phantom experiments in
PAT previously.15 In principle, the center point of a ring-
shaped ultrasonic detector can be treated as a virtual point
detector. This virtual point detector can be used to detect pho-
toacoustic signals in the same way as a real point detector.
The virtual point detector provides PAT with the advantages
of a real point detector, i.e., high spatial resolution that is
uniform throughout the field of view. At the same time, it
produces much lower thermal noise than a real point detector
because of its larger actual size. The images obtained by the
virtual point detector also have better SNRs than those ob-
tained by a finite aperture detector in the periphery of the
images by avoiding the aperture effect. In this work, we apply
the virtual point detector to PAT of a rat cerebral cortex and
show its advantages over a finite-aperture detector.
We built a 60-mm-diam, ring-based, ultrasonic, virtual
point detector with polyvinylidene fluoride PVDF film. The
PVDF film had a thickness of 110 m, and the detector had a
center frequency around 6 MHz. To compare the virtual point
detector with a finite-aperture detector, we further constructed
a 4-mm-wide finite-aperture detector with the same material.
The heights of both detectors were 5 mm.
The experimental setup for this study is shown in Fig. 1. A
Q-switched Nd:YAG laser LS-2137/2, Symphotic TII Com-
pany, Camarillo, California, operating at 532 nm with a
pulse repetition rate of 10 Hz, was employed as the irradia-
tion source. The laser pulse duration was 15 ns and was
much shorter than the ultrasound duration detected by the ring
transducer 178 ns at 6 MHz. Samples were irradiated from
the top and scans were performed on a horizontal plane. The
photoacoustic signal was detected by the ultrasound detectors
and then amplified by a 50-dB amplifier 5072 PR, Panamet-
rics, Waltham, Massachusetts. Next, the signal was directed
to a digital oscilloscope TDS5054, Tektronix, Beaverton, Or-
egon and collected by a PC controlled by a LabVIEW pro-
gram. The transducer was driven by a computer-controlled
step motor to scan around the cortex of a rat brain in the x–y
plane with an angular step size of 1.5 deg. During a scan,
distance between the center of the virtual point detector and
the scanning center was 10 mm. This distance was chosen
simply because it was enough to encircle the sample. The total
data acquisition time for one image was 18 min.
The cerebral cortex of a Sprague Dawley rat 120 g,
Harlan Sprague Dawley Incorporated, Indianapolis, Indiana
was imaged in situ by PAT. Before the experiment, the hair on
the head of the animal was depilated gently with hair removal
lotion. The rat head, fixed steadily by a homemade animal
holder, protruded up into a water tank through a hole in the
bottom of the tank. A piece of clear membrane between the
water and the rat head sealed the hole. After imaging with
PAT, the rat skull was opened to expose the brain cortex. PAT
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rain.
During the experiment, we treated the center of the ring as
point detector and used the center as if it were a real point
etector to scan the animal head circularly. After scanning, the
ollowing process was followed for data processing, which we
ave also shown in Ref. 15.
1. Identify the acoustic propagation time tc from the ring
enter to the ring.
2. Separate the received signal into the arrival segment
t tc and departure segment t tc.
3. Transform the time axis as ta= tc− t for t tc, and td
t− tc for t tc, where ta and td denote the new time axis for
he arrival and departure signals, respectively.
4. Choose the first arrival signals and take the time deriva-
ive. Form an image using a back-projection algorithm.16
For comparison, PAT imaging was also obtained using the
nite-aperture PVDF detector, but with a 70-mm scan radius.
he 70-mm scan radius was chosen for the finite-aperture
etector to generate an image with SNR and resolution com-
arable to those produced by the ring transducer. If the scan
adius is too small, the periphery of the image will be severely
lurred, owing to poor resolution. If the scan radius is too
arge, the periphery of the image will be invisible, owing to
oor SNR.
Figure 2 shows the results of the PAT imaging of a rat
erebral cortex in situ. Figure 2a is the image obtained with
he virtual point detector, whereas Fig. 2b is the image ob-
ained with the finite-aperture detector. In Fig. 2b, the reso-
ution and SNR are the best inside the circled region. Outside
he circled region, i.e., toward the edge region of the image,
he image resolution in Fig. 2b becomes blurred and the
NR is also reduced. By contrast, in Fig. 2a, the image
btained by the virtual point detector shows a uniformly dis-
ributed resolution and SNR. We have labeled four blood ves-
els near the edge of the image. These four blood vessels in
ig. 2b are barely identifiable, owing to poor SNR and reso-
ution, but they are clearly shown in Fig. 2a. For example,
or the blood vessel labeled as “1,” the SNR is 2.5 dB in Fig.
a but only 0.5 dB in Fig. 2b. The measured width from
he image is 230 m in Fig. 2a and 400 m in Fig. 2b.
he improvement of the image quality at the periphery made
he image obtained by the virtual point detector look “bigger.”
lthough the effective scanning distance for the ring detector
s much smaller than that of the finite-aperture detector, the
ig. 1 Setup for photoacoustic tomography of the rat cerebral cortex.ournal of Biomedical Optics 060507-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/08/2016 Terms of Useresolution in Fig. 2a does not show any aperture effect. At
the same time, Fig. 2a displays reasonable SNR. To quantify
the improvement of the image acquired with the ring detector,
we used the photograph of the rat cerebral cortex as a refer-
ence and calculated the L2 norm error.17 The L2 norm errors
of the images acquired with the ring detector and the finite-
aperture detector yield 3029.5 and 4977.2, respectively.
Therefore, using the ring detector improved the L2 norm error
by 39%. All results here are consistent with our previous re-
sults acquired on tissue phantoms.15
Another advantage of the virtual point detector is that the
ring center can be placed inside a sample and used to scan a
small area. As the scan geometry shrinks, the ring center ap-
proaches the targets. Therefore, this kind of internal scan is
expected to improve SNR further. Figure 2c shows the result
Fig. 2 a A rat cerebral cortex image obtained by using the virtual
point detector with a scan radius of 10 mm. b The same rat cerebral
cortex image obtained by using the finite-aperture detector with a
scan radius of 70 mm. c The same rat cerebral cortex image ob-
tained by using the virtual point detector with a smaller scan radius of
4 mm. d A photograph of the rat cerebral cortex. The circled region
in a corresponds to the imaged area in c. The circled region in b
indicates an area with best resolution and SNR. Four blood vessels are
labeled 1 through 4 in a and b, where the same number indicates
the same blood vessel.November/December 2007  Vol. 1262
: http://spiedigitallibrary.org/ss/TermsOfUse.aspx
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han that of Fig. 2a. The scan radius for this internal scan is
mm, and the scan center is at the position 0, 0 in Fig. 2a.
igure 2d shows the photograph of the exposed rat brain
ortex for comparison with PAT imaging.
To further demonstrate the advantage of local scans on
mproving SNR, we applied the virtual point detector to scan
phantom target containing a cross made of two human hairs.
he cross was located in the middle of the scanning region
nd was scanned using the virtual point detector with different
can radii. Figure 3 shows the signal strength of a point in the
mage near the scanning center as a function of the scanning
adius for the virtual point detector. As the scanning radius
ecreases, the signal strength increases. We also have simu-
ated the images for the local scan,15 and the simulated signal
trength of the same point is plotted as a solid line. The simu-
ated data fit the measured data well.
In summary, we propose a novel virtual point detector con-
tructed by a ring detector, and apply it to small animal im-
ging in PAT. The virtual point detector provides detection
hat is free of any aperture effect. Therefore, the virtual point
etector can provide a uniformly distributed resolution
hroughout the image area. It also can improve the SNR of an
mage at the periphery while maintaining relatively strong
NR in the central region. Being the center of a physical ring,
he virtual point detector can be scanned along a track inside
physically inaccessible medium to improve the SNR of a
ocal region.
ig. 3 The signal strength of a point on a line target as a function of
he distance r between the scan center and the center of the virtual
oint detector. The solid line represents the simulated data, and the
sterisks represent the measured data.ournal of Biomedical Optics 060507-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/08/2016 Terms of UseAcknowledgments
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